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i . gei^eral 



Tfie LSW-35 9 SwGmar Gerxerator is a general-purpose generator 
with a v 7 .ido frequency range of 1 to l!>00Mhz (three bands) - 

It is best suited for use in the research and development t 
testing f and adjustment of VHF, UUF, and DBS equipment- 



2 . FEATURES 

{1} Wide sweep frequency range of 1 to 1500MHz (three bands). 

(2) Wide range of variable sweep widths permitting observation 
of frequency response in wide to narrow bands- 

(3) Four convenient alternative sweep functions: FULL sweeps 

St art /stop sweep , AF sweep , and GW . 

(4) Wide range of variable sweep times from 10ms to 100s 
(selectable in four steps) - 

(5) Single^sweep function and pen lift output terminal facili- 
tate connection of an X-Y recorder- 

(6) Easy reading of frequencies by using iMHz^ lOMhiZj SOMUz^ 
and lOOMHz harmonic markers (birdy) - 

These harmonic markers have a variety of amplitude for 
ready identification. 

(7) Variable markers (pulse ) t which allow ready reading of 
freqviencies during a FULL sweep and enable iF frequency 
to be set as the center frequency- 

(8) Optional addition of up to three spot markers (birdy) 
or harmonic markers (birdy) - 
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SPECIFICATIONS 



ILein 


Specif ications 


Sweep Frequency Pnnge 


liAND 1; 1 S5 0HHZ 

JiAND 2; 4 SO IOODHNz 

BAND 3? 930 ISOOMHt 


Center Frequency 


BAND 1; 1 35 0MHz 

BAND 2; 4 50 lOOOMHz 

BAND 3; 950 ISOOMIlz 


Dial Setting Accuracy 


± 2 0MHz [at +7dB[m) 


Sweep Width 


200kHz ^ S 50MHz 


Sweep Function 


FULL, START /STOP, AF, CW 


Sweep Method 


Variable Capacitance Diode 


Output Voltage 


■f7dBm 


Output Impedance 


50£i Unbalanced 


Output Flatness 


i0,5dB (at +7dBm) 


Linearity 


Within 5% (at +7 dBm) 


Spurious 


Less than -30dBc 


Attenuator 


Rotary type lOdB x 6 
Electronic type 17dB 


Attenuation Accuracy 


BAND If +0,5dB 
BAND 2 } ±l,0dB 
BAND 3 f ll*5dB 


Sweep Time 


10ms lOOs 


Horizontal Output Voltage 


More than lOVp-p 


Sweep Mode 


LINE, AUTO, SINGLE, MANUAL 


Marker Method 


Variable Pulse Marker (FULL at 
sweep) 

Birdy Marker 


Marker Frequency 


IMHz Harmonic Marker 

lOMJ-lz Harmonic Marker 

50M^lz Harmonic Marker 

IOOmMz Harmonic Marker 

Option: Spot Marker (1 to ISOOMHz 

: Harmonic Marker (2, 5, 20 
and 2 5 MHz) 

Optionally, up to three harfiionlc 
nuarkers or spot iiuirkf.'rs can bo 
adf ied * 
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Marker Accuracy 
External Marker 



Less than 0,01% 



Birdy Marker Band Widths 
AM Modulation 
Remote Controlled 



Pen Lift Output 
P owe r S upp 1 y 
Power Consumption 
Size and Weight 

Accessories 



The LSW“3S9 has a terminal for 
external niarkers. input Voltage 
of about TOmVrms or more is 
necessary for external markers 
having identical amplitude width 
internal markers* 

WIDE, MIDDLE, NARROW three steps 
selector 

Option: Modulate frequency IkHz 
sine wave 

Band Selector (BAND 1 , 2 , 3) 

Sweep Function Selector 
(FULL, START/STOP , AF, CW) 

Sweep Mode Selector 
(LINE, AUTO, SINGLE) 

Sweep Trigger and Sweep Time 
Selector 

{10ms 100ms, 0 . 1 ^ Is , 1 10 s, 

10 ^ 100s MANUAL) 

Sweep Time Variable Control 

Start , Center Control 

Stop, Width Control 

Marker ON/OFF 

Electronic Attenuator Control 
Contact on during sweep period 
SO/60HZ 100, 120, 200 and 240V 
Approx* 43W 

400 (W) X 150(11) X 400(D) mm. 
Approx. 12kg 

BNC BNC cable **.******* 3 

BNC ^ BNC 50R cable 1 

3P Power Cord 1 

3P/2P Conversion Adaptor . . 1 

Time “lag Fuse * * * - * 1 

Connectot for remote 
controller 2 

Connector for pen-lifting.. I 



THE OPTION MUST BE INSTALLED BY US AT THE FACTORY 
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(NOTE) : 



4, HANDLING INSTRUCTIONS 

A . 1 Observe Supply Voltages 

The supply voltage ranges for the LSW-359 are specified 
on the nameplate in the upper part of the rear panel inlets 

Use a supply voltage within ilO% of the specified voltage 
rating. Normal operation of the LSW-359 cannot be guaranteed 
if a supply voltage lower than -10% of the rating is used* 
Also, the power supply unit might overheat if operated 
using a supply voltage exceeding +101 of the specified 
rating* 

Check the voltage and fuse 
ratings indicated on the rear 
panel as shown in the table to the right. 



FUSE DATA 



90 


"tr 132 V 


l.OA 


TIME 


180 


'v 264U 


0*5A 


LAG 



4*2 Attenuator Protection 

When the output terminal of the LSW-359 is connected to a 
circuit conducting DC voltage f be sure to corinect it using 
the appropriate capacitance; direct connection to the LSW- 
359 could result in attenuator overheating and burning* 

4*3 Panel Control Backup 

The LSW-359 panel control can retain its functions for 
about one month after the POWER switch is turned off* 

When the POWER switch is turned on, the panel control is 
automatically set to the functions in effect before the 
POWER switch was last turned off* However, these functions 
and their previous settings may not be retained, and may 
require resetting under any of the following conditions; 

(1) The power has been turned off for more than one month, 

(2) The power has been turned on for less than a total of 
30 hours, although power has been applied a few times 
after being off for more than one month* 
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4,4 Changes in Oscillating Frequency due to Electronic 
Attenuator and Load Chaiiges 

The oscillating frequency can be varied to some extent by 
varying the electronic attenuator* With the rotary 
attenuator set to the 0 position^ changes in the load 
impedance connected to the OUTPUT terminal may produce some 
changes in the oscillating frequency. 
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5. PANEL DESCRIPTION 



5*1 Front and Etear Panel Views (Figures 5-1 and 5 - 2 ] 




Figure 5-1 Front Panel 




Figure 5-2 Rear Panel 
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5*2 Front Panel Description 




@ POWER switch 

Power switch. Press this switch to turn POWER ON. 
Pilot lamp goes on* Press it again to turn POWER 

OFF. 



Pilot lamp 

Goes on when POWER is turned OK, 



( 1 ) PULSE MARKER SIZE 

Varies the size of a variable pulse marker that is 
generated during a FULL sweep. Press in to generate 
positive pulses, and press again to generate negative 
pulses . 





BAKD switch 

Selects frequency bands* 

BAND 1: 1 to 550MHz 

BAND 2: 450 to lOOOMHz 

BAND 3: 950 to 1500MHz 

A lamp goes on to the left of frequency sea le to 

indicate the frequency band selection* 



FREQUENCY scale 

Indicates the sweep frequency* 

The green index corresponds to | START] / | CENTER /PULSE 
MARKER FREQ./CW FREQ* and the red index corresponds 

STOP / [ WIDTH (5^ . Upper scales are used for both 



to 



WIDTH and BAND 1, while lower scales are used for BAND 2 
and BAND 3* 
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START / CENTER /PULSE MARKER FRBQ./CW FREQ. 



Control used to set frequencies with FUNCTION switch (^ ■ 
The setting is indicated by the green index on FREQUENCY 
scale - ilereafter, this control will be called the 
START/CENTER control* 

FULL sweep * Sets the pulse marker frequency. 

s/s sweep Sets the sweep start fj’equency. 

AF sv/eep *.,*,,,, Sets the sweep center frequency. 

CW . Sets the oscillating frequency. 
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!■]■:]’ TTMK r^wH-r'U 

SqIocLs f>weep t lino ranges. For AUTO and SII^GLF swoops, 
four alter native ranges are selectable: 1.0 to 100ms, 

0»1 to Is, 1 to 10s, and 10 to 100s. The sweep time 
within eacf'i range can be varied continuously by using 
VARIABLE control @ . 



When the MANUAL switch is pressed, sweeps can be manually 
triggered by turning VARIABLE control . 



FUNCTION switch 

Selects one of the four sweep functions: FULL sweep, S/S 
[START/STOP) sweep, AF sweep, and CW'* 

FULL sweep * . , Sweeps all frequencies in a frequency band 
A pulse marker is output, which can be 
varied by using START /CENTE R con trol * 

S/S sweep .... Sweeps from the frequency set by START/ 

CENTER control to the frequency set by 

STOP/WIDTEi control . 



AF sweep . . ^ , Sweeps in the sweep width set by S TOP /W I NTH 

control by centering around the frequency 

set by START/CENTER @ . 

CW Oscillates continuous waves at the frequency 

set by START/CENTER control @ . 



MODE switch 

Selects from among the LINE synchronous sweep, AUTO sweep, 
and SINGLE sweep modes. 

LINE ♦ . ^ , , , , , , Repeats a sweep in synchronism with the power 

frequency* The H, SCOPE oscilloscope observed 
in the LINE synchronous mode is shown in 
Figure 5-3, 




A cr^dll?: ' A ^ 30 n»s . U = ^ ms. C ^ 7 ms 
A("r>Clf l7. -■ A= Ifi. 7 ms, B— 2.7 nis, 0=^7 m? 

Figure 5-3 M. SCOPE waveform in the LINE mode 
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AUTO Repeats a sweep automatically during a pre-^ 

set sweep time. The El* SCOPE waveform is a 
triangular wave form. 

SIMGIiE A single sweep occurs when the TRIG switch 

is pressed. The H. SCOPE output initially 
remains at -5V» When the TRIG switch is 
pressed, a sweep is triggered from -5V to 
+5V| before the IK SCOPE output returns to 
-5V. If the TRIG switch is pressed during 
a sweep; tliie sweep is terminated and the 
SCOPE output returns to -5v in the 
shortest sweep time within each SWEEP TIME 
range, regardless of the VARIABLE control 
[l^ setting. (For example, the return 
period is Is in the 1 to 10s range.) 

VARIABLE control 

Varies the sweep time in the AUTO and SINGLE sweep modes. 

When the MANUAL switch is pressed, sweeps can be manually 

triggered by turning VARIABLE control . 

\ STOP 

Control used to set frequencies with FUNCTION switch » 

The setting is indicated by the red index on FREQUENCY 

scale * Hereafter, this control will be called the 

STOP/WIDTH control. 

FULL sweep No function. 

S/S sweep .... Sets tEie sweep stop frequency. 



sweep ..... Sets the sweep width. 
CW .......... No function. 



MARKER switches 

Select iMliz , lOMHz , , and lOOMHz harmonic markers. 

When the iMEIz switch Is turned on, harmonic markers are 
output at iMIIz intervals. At this time, 10 MHz, 50MHz, 
and 100 MHz markers arc also output regardless of whether 
the lOMlIz , SOMJIz, and lOOHHz switches arc turned on or 
off. Next, when the lOMJlz switch is turned on and the 
iMHz Ewitcli is turned oft, harmonic markers are output 
at lOMtfz intervals. At this time, 50MHz and lOOMHz 



/ WIDTH 



_ g ^ 



markers are al.so output regardless ol whetlier the 
and iOOHUz switches are tamed on or off. 

Next, wlien the 50MHz switch is turned on and the iMHz 
and lOMHz sv^itches are turned off, harmonic markers are 
output at SOMIIz intervals* At this time, IOOmHz markers 
are also output regardless of whether the lOOMllz switch 
is turned on or of f , 

When the lOOMilz is turned on and other switches are turned 
off, harmonic markers are output at lOOMHz intervals* 

MARKER MHz (OPTION) and AM 

The MARKER MHz switch turns option markers on and off* The 
AM switch turns the amplitude modulation of IkHz sine waves 
(option) on and off. 

SHAPE switch 

Selects three alternative birdy marker band widths* 

For WIDE, the bandwidth is the widest and birdy markers 
displayed on the screen appear excessively wide. 

For NARROW, the bandwidth is the narrowest and birdy 
markers displayed on the screen appear excessively narrow. 

For MIDDLE, birdy markers displayed on the screen have an 
intermediate width * 

BIRDY SIZE control 

Adjusts the amplitude of birdy markers* 

Attenuator 

Varies RF outputs by up to 60dB in lOdB steps. 

Electronic Attenuator 

Varies RF outputs 17dB continuously * The sum of the set- 
ting of attenuator (Q) and that of electronic attenuator 
indicates the dBm value of the RF output level. 

OUTPUT 

RF Signal output terminal, with an output impedance of 50 
ohms * 

DET IN 

Detected waveform input terminal, to which tlie output of a 
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circuit under test is connected through a detector- The 
detected waveform as input to this terminal is output to 
V. SCOPE OUT terminal @) , with overlayed birdy or pulse 
markers . 

V. SCOPE OUT 

Vertical axis signal output terminal for an alignment 
scope or X- Y recorder * 

The detected waveform as input to this terminal is output 
to V. SCOPE GUT terminal , with overlayed birdy or 

pulse markers, 

@ n, SCOPE OUT 

Horizontal axis sweep signal output terminal for an align- 
ment scope or X-Y recorder. 

Output voltage: lOVp-p Or more 

Output impedance: Approx. IJcfl 

@ EXT MARKER IN 

External marker input terminal- When a signal at a desired 
frequency within a sweep frequency range is input,, it is 
displayed as an RF birdy marker. 

Input impedance: S0f2 

Input sensitivity: The input voltage required for the same 

amplitude as that of the internal marker 
is approximately TOmVrms (-lOdBm) . 



5.3 

(2 



Rear Panel Description 
REMOTE ANALOG 

Connector used to enable remote-control of the following 
front-panel operations: 

o I START I / I CENTER | /PULSE MARKER FREQ./CW FREQ. 



o I STOP I /I WIDTH I 
o SWEEP TIME VARIABLE 

o OUTPUT LEVEL electronic attenuator 



@ REMOTE DIGITAI. 

Connector used to enaitjle reniote- control of the following 
front^panel operations: 
o RAND: 1, Y, ^ 

I » PUN C'l' J ON : E U 1-1 . , /F^ , A K , CU 
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■ ) Norsl-; : 

[> SW1:E£» TTHK: 

0 MAPKEFt Nliz: 
0 MARKER Mllz: 
o SHAPE: 



i.lWE, AUTO, HI GEAR 

H) lOOirts, 0^1 Is, 1 lOs, 10 100 3, 

and MANUAL 
1, 10, 50f 100M33Z 

OPTION and AM 
WIDE, MIDDLE, NARROW 



@ PEN LIFT 

DIN connector used for X-Y recorder pen lift signals. 
Pins 1 to 3 are conducting during a SINGLE sweep only 
when SWEEP TIME is set to 1 to lOs or 10 to 100s. 



ratings 



Permissible continuity 
Conducting contact: 

Pins 1 to 3 
Maximum powe r : 

1.2W 

Maximum voltage: 

lOOmV min. to 24V max. 
Maximum current: 

100 ^A min* to 0 . lA max. 
Load : 

Resistive load 




Figure 5-4 DIN connector 
pin layout 





BLANKING OUT 

Output terminal for signals 
of the same phase as 
internally used blanking 
signals. 



— -M4V 
— . Ov 







Sweep 
pe ri od 


Blanking 

period 



PULSE OUT 
A variable pulse 
a FULL sweep . 
Output voltage: 



Figure 5-5 BLANKING OUT signal 
marker is output to this terminal during 

+l2Vp-p or -12Vp-p 



@ AC LINE 

AC power inlet* 



@ FUSE 

Turn counterclockwise to remove the fuse under the cap. 
Check for the fuse type and rating. 



GN[> 

Frame ground te r iu i n a 1. . 



12 



OPERATIONS 



6 . 

6,1 Preparations for Measurement 

(1) Insert the power plug into an outlet rated at the 
specified voltage +10% i50/60Hs) . 

(2) Push in the POWER switch and verify that the pilot lamp 
goes on* 

(3) Allow a warm’-up period of at least 15 minutes after 
power is turned on* 

6*2 Set-up 



O O 0 0 


^ 


V, 




1— £ NN N— 1 




H Pu. -PS eS3 




J S W 
< ^ 




a 








Alignment 




scope 


USO- 9D 
LBO" 1 2D 
L liO-8 0 1 
LBO-0OZ 


etc. 



V.IJS 

± 




6,3 Preliminary LSW-359 Control Settings 



PULSE MARKER SIZE @ : 
BAND @ : 

START/CENTER control @ : 
STOP/WIDTH control @ : 
FUNCTION @ : 

MODE @ ; 

SWEEP TIME (?) : 



Fully turned clockwise, 
+ polarity 

BAND 1 

300MH2 

Fully turned clockwise 

FULL 

AUTO 

10 to 100ms 



VARIABLE ( 16 ) r 

MARKER Mliz (l|S : 

KARKF-R Milz OPTIOJM @ : 

SHAPE (i^ : 

BIRDY SIZE (Q : 

Attenuator : 

Electronic Attenuator : 

6.4 Alignment Scope Setting 

Adjust H.GAIN and H. POSITION 
for the size and position of 
the horizontal axis as re- 
quired for the mos t-sui table 
observation. Next, display 
birdy markers by adjusting 
vertical axis sensitivity 
and V. POSITION. 



Fully turned clockwise 
SOMJlz 

All OFF (If an option is installed*} 

WIDE 

Midd le 

Fully turned clockwise 
Fu 1 1 y t or ned clockwise 




Figure G-1 

Pulse and Birdy Markers 



6*5 Operation Check 

Check that pulse and birdy markers are displayed as shown 
in Figure 6- 1 . 

6.6 General Operation 

Interconnect the LSW~'359 with an alignment scope, a 
circuit to be tested, and a detector as shown in 
Figure 6-2. Set the controls in the same way as 



mentioned in 6.3. 



LSW- 3 5 9 




Figure 6-2 Set-up for general operation 



(2) Adjust attenuator and 

electronic attenuator (Q to 
a level that will not cause 
output from the circuit being 
tested to be saturated, 
[Figure 6-3 (a) ] 

(3) Adjust sensitivity of the 
alignment scope for the best 
possible view of the wave- 
form being displayed* 

[4} Turn START/CENTER control (?) 
and set the pulse marker to 
a particular part of the 
waveform* [Figure 6-3 [b) J 





Figure 6-3 (b) 
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( 5 ) 



Set rUNCTION switch (Sj) to 
AF. The frequency set in (4) 
is fixed as the center 
frequency. [Figure 6-3 i|c) 1 

t6) Turn STOP /WIDTH control (IT) 
for the best possible view 
of the waveform being dis- 
played* Turn on the lOMHz 
marker ^ iMllz marker , or 
OPTION marker as required. 

(,7) When the frequency range 
to be observed is fixed , 
set FUNCTION switch (s) 
to S/S t the lower limit 
frequency to be observed 
to S/S by using START/ 

CENTER control (6^ r and 
set the upper limit by 
using STOP/WIDTH control 
(li) before beginning 
frequency range measurement. 





Figure 6-3 (d) 



6 . 7 Errors Related to Sweep Speeds 



When frequency response in a 
narrow frequency band are 
observed on a sweep oscillator, 
the center frequency of the 
waveform being displayed may 
be shifted in the sweep direc- 
tion v/ith respect to the real 
frequency response. This may 
resvilt in an error related to 
the resultant broadening of the 
bandwidtl^ and a lowering of the 
peak J.evei as shown in Figure 6-4, 



Real frequency |; 

Error caused by 

excessively fast 
speed 



Sweep direction 
Figure 6^4 

Effects of sweep speed 





An error can be detected by checking to see if the waveform 
being displayed is varied when the sweep time is Increased* 
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If such an error is detected, minimize the detection, time 
constant of the detector and narrow the sweep width to the 
smallest extent possible. If the error remains, increase 
the sweep time until the waveform being displayed is un- 
affected by changes in the sweep time, 

6,8 Combined Use with a Digital Storage Oscilloscope 

A digital storage oscilloscope can be conveniently used in 
place of a regular alignment scope under the following 
condi tions : 

[1) When the sweep speed cannot be increased 

The sweep speed cannot be increased due to a related 
error, and the waveform cannot be observed well 
because it flickers when displayed on a regular 
alignment scope . 

{2) When multiple waveforms on display are compared 

When two or three detected waveforms are compared on 
the same screen. 

The uses of the LSW-359 under these conditions are explained 
below with reference to an LDC-5S25 digital storage oscillo- 



scope . 



tl) When the sweep speed cannot be increased 



(A) Connect the hSW-3^39 to an LBO-5S25 in the setup 



shown in Figure 6-5 . 

(B) Set the LBO-5825 as fo-llows; 



V modi; 




SWEBP MODE 



WORM 



TRIG COUPLING 



DC 



TRIG SOURCE 



Cll 1 



TRIG ShOEE 



+ 



TRIG LEVEL 



O 



TRIG llOLDOrL’ 



NORM 



OFF 



VIEW TIME 

display mode 



REAL 
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X IN 





LBO-5S25 digital storage 
oscilloscope 



H* SCOPE 



V - SCOPE 



DET [N 



Detection oatpQt 



I Detecto 



Circuit 
under test 






I Output Input 

7 < sn 



50 

Coaxial 

cable 



Figure 6-5 Connection to a digital ^storage oscilloscope 



[C) Set the LSW-359 to a relatively slow sweep time 
whether in the LINE or AUTO mode, and display 
the detected waveform on the oscilloscope* A 
margin of error related to the sweep speed is 
permitted in the detected waveform. 

(D) Adjust the X-axis sensitivity and-^"^ POS ITION 

of the LBO-5825 to set the waveform with ±4 
divisions of the X-axis center [See Figure 
6-6 (a)]. 



1 O 



(E) 



(F) 



(G) 



Adjust the LSW-359 
FUNCTION switch^ 
sweep frequency 
range; and 
output level so 
that the detected 
waveform is 
visible at a 
suitable si^e * 
Adjust the Y- 
axis sensitivity 
and I POSI- 
TION of the LBO- 
5825 to set the 
waveform within 
± 4 divisions 
of the Y-axis 
center (See 
Figure 6-6 (a) ) , 
Set the LBO-5S25 
in the REAL & 
STORAGE display 
mode ; set the 
X- and Y-axis 
STORAGE POSITION 
controls to the 
PULL DC OFFSET 




(Example of band-pass 
filter response) 




position, and 
adjust the DC 
OFFSET controls 



Figure 6-6 (b) Real and stored waveforms 

(When the sweep speed is 
too fast] 



to display the 

overlayed real and stored waveforms* If the LDO-5825 
storage write speed (10 times the setting of the TIME/ 
DIV switch) is faster than the time required for a 
single sweep Ofi the LSW-.359, the cnti.ro single sweep 
by the LSW-359 cannot be stored and the stored waveform 
will appcnir broken as shown in Fi.gure 6-6 [b) * In this 

adjust UiO LBO-5325 TTMlv/U.t'V switch to slow tf^e 
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case , 



write speed until the stored waveform can be 
completely displayed, 

(11) Set the LED- 5 8 25 in the STORAGE display mode 
and reduce the LSW-359 sweep time until the 
sweep speed related error is eliminated. 

Also, reduce the LBO-582S write speed until 
the stored waveform is completely displayed. 

Then, real response character istics free from 
sweep speed related errors can be observed on 
the screen vrithout flickering. 

{1} If the stored waveform still appears broken when 
the LB0"5825 TIME/DIV switch is set to 0.5s/div, 
set it in the ROLL display mode and adjust the 
TIME/DIV switch again. 

(2) When multiple waveforms on display are compared 

(A) Connect the LSW-359 to an LB0^5325 in the set- 
up shown in Figure 6-5, and perform the steps 
[A) through (H) in (1) above. 

(B) Simultaneously press MEMORY PROTECT HALF switches 
CHI and CH2 to store the initial waveform. 

(C) In, this condition, change the circuit to be 
tested. Then, the waveforms of the old and new 
circuits being tested can be observed on the same 
screen . 

(D) If no error occurs at a sweep speed setting that 
permits satisfactory observation of a real wave- 
form, set the LBO-5825 in the REAL & STORAGE 
waveform, and up to three detected waveforms can 
be compared on the same screen by using MEMORY 
PROTECT switches HALF and Al-L . 

[Motes] I 

Cl) When a detected waveform is stored, the waveform 
becomes extremely difficult to ob.se rvc because 
birdy or pulse markers arc displayed at several 
points. JJencCp accurate reading or comparison of 
frequencies is impossibi.c. 

For in f orr^la t j on on tifow to 0 [>cratc a digital storage 
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( 2 ) 



oscilloscope, refer to the appropriate instruiction 
manual . 

6,9 Using an X-Y Recorder 



PEM LIFT 



X-V recoirder 




Figure 6-7 X-Y Recorder Connection 



Circuit being 
tested ^ 

Output Input 



(1) Set the LSW-359 sweep frequency range, output level, 
markers, etc,, according to the circuit to be tested* 
The set-up can be facilitated by pre-adjusting with 
an alignment scope. 

(2) Interconnect the LSW-359 to an X“Y recorder as shown 
in Figure 6-7. 

(3) After removing the PEtJ LIFT DIN connector from the 
rear panel, adjust sensitivity of the X-Y recorder 
X“ and Y-axes in the MANUAL sweep mode with the pen 
lifted, 

(4) Set the LSW-359 MODE switch to SINGLE and the SWEEP 
TIME switch to 1 to 10s Or 10 to 100s. 

(5) With the rear panel PEN LIFT DIN connector connected, 
load paper in the X-Y recorder and press the LSW-359 
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TRIG switch. The X-Y recorder will start plotting a 
response waveform. 

{6) To suspend the sweep, press the TRIG switch again, 
and the pen will be lifted and return to the sweep 
start position. If the TRIG switch is pressed again 
during pen return, the pen vjill go down at its current 
position and resume the sweep. The TRIG switch is 
inoperative, however, during- pen return after it has 
swept to the right end (about -i-5V] , 

(7) With the LSW-359 PEM 
LIFT signal, the pen 



will be lifted during 
the sweep return, and 
will draw no retrace 
line (Figure 6-S (a) J , 




Figure 6-8 (a) 



When the LSW-359 PEW 
LIFT signal is not 
used , and if a sweep 
is performed with the 
pen down in the X-Y 
recorder, a retrace 
line is always drawn 
as shown in Figure 

6-e (b) , 



Using the PEN LIFT signal 
(Example of low-pass filter 
response ) 




C 1 Marker 



Notes: 



A retrace line is drawn* 



(1) PEN LIFT output only 
activates DIN con- 
nector pins 1 and 
2 conductivity 
during a S INGLE 
sweep when the 
sweep time is set 
to 1 to 10s or 
10 to 100s. The 



Figure 6-8 (b) 

Sweep with the pen down 
(Example of low-pass filter 
response) 




pins are left open 
in all other cases. 



Figure 6-9 

DIN connector pin layout 



( 2 ) 



Birdy markers are rectified and envelopes of positive 
polarity are output during a SINGLE sweep only when 
the sweep time is set to 1 to 10s or 10 to 100s. 

{3} With a relatively slow sweep time setting, the start 
of a SINGLE sweep may be delayed (by about 0 to 3s) 
after the TRIG switch is pressed. Tliis is not a 
malfunction . 



6*10 REMOTE ANALOG Connector Pin Assignments 

Table 6-10 shows the pin assignments of the REMOTE ANALOG 
connector and its signal designations* 



Signal designation 


Pin NO, 


Pin NO. 


Signal designation 


GND 


1 


1 9 


GND 


START CENTER VR 


2 


20 


~ 


START CENTER VR 


? 


2 1 


— 


START CENTER VR 0) 


1 


2:2 


— ; 


STOP WIDTH VR 0 


5 


2 4 




STOP WIDTH VR © 


n 


24 




STOP WIDTH VR' 0 


7 


25 


— 


SWEEP TIME VARIABLE VR(3) 


Ft 




— 


SWEEP TIME VARIABLE VRC^ 


9 


2 7 


— 


SWEEP TIME VARIABLE VRCD 


1 0 


2JJ 


— 


SWEEP CONTROL REMOTE ON 


1 ] 


21> 


— 


GND 


1 2 


30 


— 


OUTPUT LEVEL REMOTE ON 


1 3 


3 1 


— 


GND 


1 4 


3 2 


— 


OUTPUT LEVEL VR 0 


1 S 


3 :t 


— 


GND 


1 ii 


3 1 


— 


'OUTPUT LEVEL VR Cl) 


1 7 


3 5 


— 


GND 


t B 


3 fi 


GND 



Figure 6-10 REMOTE ANALOG connector pin assignments and 
signal designations 

(VR denotes a variable resistor.) 



(1) When REMOTE ANAI..OG Connector pin 11 SWEEP CONTROL 

REMOTE ON and pin 12 GND arc iuiiijjered to each otlier, 
the foilov/ing panel operations can. be remote- 
con L rr> 1 1 c d ■ 



o j E TARIH / rCEHTER I /PULSE MARKER i’REQ./CW FREQ* 
(j I 



o SWRIO'^ '('JME VAIOAJ,!Li; 



It is not possible to selectively reraote-control 
only one or two of these panel operations^ Jumper- 
ing pins 11 and 12 will disable the above three 
functions at the panel. Make the connections shown 
in Figure 6-11 to remote -control these panel opera- 







{2} When REMOTE ANALOG connector pin 13 OUTPUT LEVEL 

REMOTE ON and pin 14 GND are jumpered to each other 
the output level electronic attenuator 
(17dB) can be remote controlled* Jumperingi 
pins 13 and 14 will disable the output 
level electronic attenuator at the panel* 



Make the connections shov/n in Figure 6-12 
to remote-control the output level 
electronic attenuator (17dB). 



nii'iTijT r.E']VJU 
electron ic 
a ttenuator 
( I TiIEO 



iO. 









I kH 

Figure 6-12 Output 



Pin HO. 


Pin NO' 


1 


1 9 


2 


20 


3 


2 1 




2 2 


5 


23 


g 


24 


7 


25 


0 


2€ 


9 


27 


1 0 


28 


1 1 


29 


1 2 


30 


1 3 


3 t 


1 i 


3 2 


i 5 


3 3 


I e 


34 


1 7 


3 5 


I 


30 



.level re mo t e con t r o 1 



2 ^ 



6.11 REMOTE DIGITAL Connector Pin Assignments 

Figure 6-13 shows the pin assignments of the REMOTE DIGITAL 
connector and its signal designations. 



TJ:iis connector permits remote-control of the following 
functions: 





BAND Selection 


Signal designaUon 


Pin HO. 


Pm SO 


Signal designation 


0 


urif) 


,t 




(JND 




BAND 1, 2, 3 


— 


2 


27 


— 


0 


FUNCTION 


BAND 1 


3 


2B 


— 




FULL, S/S, AF, CW 


l)ANI> 2 


i 


2 9 




Cl 


MODE 


BAMl) 3 




3 [') 


— 




AUTO, LINE, SINGLE, TRIG 


RU. UNI> 




3 1 


— 




SWEEP TIME 


-f"5V tlOaiA max - ) 


7 


22 


— 




lO'^lOOms, O.I'^'ls, 
la.lOs, lO^IOOs, 
MANUAL 


— 

GND 


■ 

8 


33 


— 




— 


9 


34 


— 




KULL 


1 0 


3 3 


— 




S/S 


\ I 


23 


— 


o 


MARKER 


JF 


1 2 


27 


1 MH; 




on/off 




IMHS, lOMHz, 50MHz, 


CW 


^ 3 


28 


1 0 Mlii 




ON/OFF 




lOOMHz 


A UTO 


1 i 


39 


5 0 MIb 




ON/OFF 


□ 


MARKER OPTION 


L T N r^: 


] S 


4 0 


J 0 0 MIb 




ON/OF F 




OPTION I, 2, 3 


MANIIAL : 


1 0 


4 1 


OPTION 


( 


ON/OFF 


0 


AM OPTION 


S ] N(}LE 


1 7 


4 2 


OPTION 


2 


ON/OFF 


o 


SHAPE 


TILICi 


1 B 


4 3 


OPTION 


3 


ON/OFF 




WIDE, MIDDLE, NARROW 


1 0 ] 0 0 rn 3 


1 9 


4 4 


AM 




0^y'OFF 




0. 1 — J s 


20 


4 5 


WIDF 






i - 1 0 s 


2 ] 


4 fi : 


MIDDLE 






[ 0 10 0 3 


2 2 


4 7 


NAB ROW 






(SIP. OND 


2 3 


48 


110- OND 






— 


2 4 


4 9 


— 1 








2S 


3 0 


ONT> 



F 1 qu re 6-13 



REMOTE DIGITAL connector pin assignments 
and signal designations 

Make the connections shown in Figure 6-14 to remote- 
control these functions. 

A cable extension for the romote connector cable used 
in an environment sui>ject to noise or interference may 
result In malfunction. Such mairuncLlons can lie 
eliminated by shielding tlie re ok? to coiuiecti;>r cvibJe and 
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switclies v/itli tlte GHDs on pins 2*3, 2(:> f and BG. 

BLT.GNDs on. pins 6, 23, and 46 should not be used for 
grounding because they are terminals used to inhibit the 
switching functions during backup. 

The set-up shov/n in Figure 6-14 permits concurrent 
execution of panel operations and remote controls. 



[71X^11 F~1 



M 



|l!AKl> 3"] 



<: 



r UNCTION 



ruLiJ 



[1^ 



aFlJ [W|r 

ct 









ttk 



I Ainol 
f'"7 



|l I 



I d 

j O 4 ji 

I - I 22k 



, f ri i 

' T T Ti 1 






Use a make 
T contact switch 



RKMOTr: 



+ 5 V 



17 



, 






7^ (OV 22/< (tantalum 


3) 



C C < 






111 i: 

-k 



UlO 


'I'A L 


Pi]i KO. 


Pjii no. I 


1 


20 


2 


27 




2fl 


1 


29 


5 


30 


6 


3 3 


7 


32 


S 


3 3 


9 


3 1 


I 


35 


] 1 


30 


1 2 


3 7 


1 3 




1 i 


3 0 


1 5 


40 


1 6 


4 i 


] 7 


1 2 


3 P 


4 3 


3 9 


4 4 


20 


4 5 


2 1 


4ft 


2 2 


4 7 


23 


4 fl 


2^ j 


4 9 



25 



50 



MARKER 












, ( i \ 

'I \ L 4 



MARKER 

01‘TION 






MU 



[QP3] 



AM 



'! T I 1 



SHAPE 






C i 






1 O"' 1 00 ITI i? 1 Il'lOT] 


1 MAMUALi 


|WII>E| NARRQWl 


l^i»j 


lO'-rnO s| 


|M I ])I>L1] 



[swMi.: r ti.me| 



i Mote J : 

Switches .in the groups enclosed with dashed 
lines perforim interlocked operations* These 
switches must not be turned on simultaneously* 
All otlier switches operate independently. 



Figure 6-14 Rl'>iOTE DJGl'J.’Ah coi'uiec tor connections 
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microvolt(A<v). 



7. APPENDIX 



1 dB- Volt age Conversion Table 



d cnV & 0 iJ 
d f d [^ j dBm 




dBmV 50 
dB/i dBj dBm 
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